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ABSTRACT 


Additions and changes to the apparatus include a 
residual gas analyzer, data logging system, rearrangement 
of the light collecting mirrors, improvements in the vacuum 
pumping system, and improved window sealing techniques. 

These changes have made a substantial improvement in how 
the system operates Pump oil contamination of the sample 
is shown not to be significant and the background vacuum 
has been brought into the 10“^ Torr range. At these low 
pressures the time required to accumulate a monolayer of 
condensable vapor becomes comparable to the experiment 
time and thus should not cause misleading absorptions. 

Even though the amount of light which can be brought to a 
detector has been increased by repositioning the mirrors, 
insufficient detector sensitivity continues to be a problem 
at both long and short wavelengths. 

Two mineral samples, oligoclase and bloedite, have 
been investigated, and the diffuse reflectance spectra are 
presented. These data are for powdered material, 50y to 
5n size mixture, cooled to l60°K The reflectivity of the 
oligoclase sample was also measured at room temperature, 
about 290°X, and the results at these two temperatures do 
indicate some tentative differences. 

A frost of ordinary water was prepared and its 
spectral reflectance is presented. This result compares 
reasonably well with measurements made by other investigators. 
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Improvements in Instrumentation 


The sample preparation chamber has been changed slightly 
in its mechanical layout to improve the optical transmission 
of the system. Previously, the two light collecting mirrors 
were supported vertically from the inside bottom of the cham- 
ber. Once they were fixed and the system evacuated, it was 
hot possible to change their position or to rotate them. 

They had to be aligned as well as possible before the upper 
flange was in place and pumping began. In spite of our best 
efforts, this procedure was not very satisfactory and was 
time consuming. These elements are now supported through the 
upper flange by rotary shaft vacuum seals. Although no 
movement in the horizontal plane is possible once the system 
IS closed, vertical and rotational motions can be effected. 

The amount of light collected from the sample and the stan- 
dard is determined in part by the angular position of these 
mirrors. Because the sample is approximately five milli- 
meters behind the plane of the standard, this difference in 
geometry causes the light collecting mirror to focus at a 
different position for the standard and the sample. Most of 
this inequality can be removed by rotating the mirrow about 
a vertical axis and the difference in image size and position 
IS corrected during data analysis. This correction is made 
by comparing the radiation received from the standard 
reflector when it is in its usual position with the amount 
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of radiation received when it occupies the sample's position. 
The correction is less than two percent when the mirror is 
rotated to bring the detector response to a maximum. Since 
only about ten percent or less of the monochromator output 
energy is brought to the detector, it is advantageous to 
present the sample and detector with the maximum energy avail- 
able in order to reduce the effects of noise, etc. The 
change in the mirror mounting has made a significant increase 
in the optical through-put of the system. 

The achievable vacuum in the sample preparation 
chamber has been improved significantly by incorporating 
several modifications into the system. The lowest pressure 
attained previously was about 3x10"^ Torr and excessive out- 
gassing was proposed as the most likely cause of the inability 
to reach lower pressures . Several changes and improvements 
have been made so that initial pressures in the 5xl0~® Torr 
range are reached with only a modest effort. Some welds were 
reworked, all 0-ring seals are made using Viton A 0-rings, a 
Freon refrigerated baffle replaced the water cooled one 
between the diffusion pump and the liquid nitrogen trap, and 
DC -705 fluid IS used in the vapor pump. Pressures in the 
10~® range can be achieved after pumping for twelve to eighteen 
hours with warming to around 75°C. It was observed that 
although tne system tested leak-free when pumping was ini- 
tiated, one or more windows usually developed a leak sometime 
during the experiment The windows were cemented into 
aluminum flanges using a vacuum grade of epoxy resin (Ve-Seal). 
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Apparently the differential thermal expansion of the aluminum 
and window material exceeded the cement's ability to deform 
sufficiently to maintain a vacuum tight seal. Aging also 
appeared to be involved. All these cemented windows have been 
replaced with ones making the vacuum seal by forcing the win- 
dow against an 0 -ring with a hollowj externally threaded piece. 
The 20mm window pieces had to be replaced with pieces of 38 mm 
diameter to accommodate the l^mm slit height using an 0 -ring 
and forcing piece. This change has eliminated a major source 
of frustration and delay. There are three window materials 
set in appropriate flanges, LiP, fused quartz, and KRS-5* By 
interchanging these on the entrance port, the reflectance 
from IO 50 S to 35 microns can be measured 

A Varian residual gas analyzer. Model VGA-100, has 
been connected to the sample preparation chamber. This 
instrument can be used as a leak detector as well_as a mass 
spectrometer. This spectrometer has operated nicely, except 
that the RF-source had to be replaced when it developed an arc 
somewhere in the sweep voltage circuit. Varian replaced the 
defective unit but much effort was expended learning to pro- 
perly tune the quadrapole analyzer. The unit performs well 
now and hopefully no further difficulties will be encountered. 

The prime function of the gas analyzer is to monitor 
the cleanliness of the sample environment. This RGA instru- 
ment IS capable of detecting partial pressures on the order 
of 2x10“^^ Torr. Figure 1 is a typical mass spectrum showing 
the relative amounts of residual gas. The system pressure was 



about 8xl0~® Torr, which was achieved after pumping overnight 
with warming to 75®C. The spectrum shows that water is the 
dominant constituent at a partial pressure of approximately 
3x10“® Torr. After several days of pumping on the heated 
system^ the base pressure can be reduced to about 3x10“® Torr, 
and virtually all the water, methyl alcohol, and acetone are 
removed, nitrogen and carbon dioxide are the principal con- 
stituents remaining. 

The important point shown by this mass spectrum is 
that material in the 60 to 100 amu range is present at pressure 
of less than 1x10“^® Torr. Material with these masses can be 
derived from mechanical pump oil. The mechanical pump is 
trapped with Linde molecular sieve to prevent backstreaming . 
There are other sources of oil as well, such as O-rings, 
unremoved fingerprints, and oil mist in the air from pumps 
and motors, which all contribute to the problem of— possible 
oil contamination. Assuming that the organics in the 60 to 
100 amu and above are present at a pressure of about 1x10“^® 
Torr, a monolayer will form in about ten hours and, thus, will 
not interfere with the measurements. As a further test to 
detect possible oil contamination, the spectral reflectance 
of the clean, cooled (77°K) copper substrate was measured at 
1216 A. The sample holder was orientated so that the reflected 
beam exited through the photography port and struck a sodium 
salicylate film. The fluorescence of this material was 
measured and the experiment carried out for over four hours. 
These data do not indicate any systematic reduction in 
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reflectance which would xndicate the formatxon of an oxl 
fxlm. Small, random fluctuations due to changes in lamp out- 
put flux, detector response, noise, etc., were observed, but 
these were not different from what are normal for this appa- 
ratus. Thus, it appears that there will be little or no oil 
contamination of frost samples or cooled mineral samples 
during the reflectance measurements. The residual gas can be 
analyzed occasionally during the experiment to check for high 
molecular weight materials, but the instrument cannot be 
taking gas analysis data while the photometric measurements 
are being made because of the ionizer's filament emission. 

A data acquisition system has been put into operation 
so that the data reduction and analysis can be performed by 
the University computer. The system is composed of a scanner, 
digital voltmeter and paper tape punch with controller. The 
scanner can take up to ten channels of analog input, switching 
each of these to the voltmeter for conversion to digital form. 
Dwell times ranging from 10 sec to 6 ms are available plus a 
manual mode of channel changing. By using different speed 
motors on the wavelength drive of the monochromator, a wide 
range of sampling rates is available. Which of these sampling 
rates is used in taking data is dictated by a variety of 
factors, such as response speed and noise of the radiation 
detector, monochromator slit width, grating used, and so on, 
the whole range has been used at various times. The voltages 
are measured by the voltmeter and are converted from an analog 
representation to serial binary coded decimal (BCD) format. 
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The voltmeter is a 5h digit autoranging instrument capable of 
resolving 0.1 mV. The voltages of concern here lie between 
Ov and about 2.5v which includes two ranges of the voltmeter. 
Some difficulty has been encountered with the ±5v logic power 
supply of this instrument. Hopefully, this has been corrected 
so that further data collecting can proceed at a rapid pace. 

The digital output from the voltmeter together with 
the channel number is sent to the punch controller which then 
activates the paper tape punch. The data is placed on the 
paper tape in ASCII format to be read and processed later. 

At present, the lengths of paper tape are taken to the Uni- 
versity computer center where they are read on to disk storage 
This is done by computer center personnel as time and the job 
load permits. Eventually, these records are processed to 
form the desired result the reflectance of the sample as 
compared to the standard as a function of wavelength. The 
intensity data from several runs are combined and statistical 
significance of deviation from the average can be computed. 
This information is recorded on magnetic tape as well as the 
raw data. The results are presented both in tabular form and 
as a plot of intensity ratio versus wavelength together with 
the calculated standard deviation in the Intensity ratio. 

The results are presented in this form in a following section. 

A further improvement in the operating system should 
be pointed out. Although Pan American University is located 
in a semi-arid region of Texas, it is near the Gulf Coast so 
that high humidity accompanies the prevailing southeast breeze 
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During the night the humidity may be 90^ or more, and it has 
been University policy not to air condition the classroom ' 

buildings beyond normal school hours. The resulting con- 
densation and high humidity brought this project to a stop 
until the University made arrangements to air condition the 
laboratory continuously. A separate cooling and heating unit 
is now being installed in the laboratory which will provide 
a suitable environment for this apparatus independent from 
the rest of the building. The problems with high humidity, 
such as fogging of KBr and NaCl windows and leaking capacitors , 
should now be over. The malfunction of the RF unit for the 
residual gas analyzer and the ±5 volt power supply in the 
digital voltmeter are probably traceable to the humidity even 
though care was exercised not to operate these with visible 
condensation in the laboratory. 



Difficulties and Problems Encountered 


As will be seen from the results presented in the 
following section, no reliable reflectance data has been 
collected using radiation with wavelength shorter than O.lSti. 
Purther, no results are available in the infrared region 
beyond 2.5u. Lack of sufficiently sensitive detectors has 
been the problem with obtaining accurate data in these 
regions . 

A freshly prepared film of sodium salicylate is used 
as the fluorescent material to detect radiation in the far 
ultraviolet region. A quartz window is lightly coated with 
sodium salicylate by spraying the warmed window with a satu- 
rated solution of the salt in methanol. This fluorescence is 
viewed by an EMI 9783B photomultiplier tube. A low pressure 
hydrogen discharge has been used to provide the light in the 
0.l6y to O.lOp region. This spectrum consists of the mole- 
cular hydrogen emission bands and strong lines due to atomic 
hydrogen. When the vacuum monochromator is adjusted to pass 
the zero order spectrum on to the barium sulfate standard 
reflector, a reasonably strong signal of about 50 na is 
recorded using 25 p slits When the first order spectrum is 
swept across the standard, only the radiation near the I608S, 
1578 S, and 1216 a lines are clearly distinguishable from the 
background. The photomultiplier tube is operated at an over- 
all sensitivity of 200 amperes per lumen with a dark current 
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of 5.1 na. This dark current can be cancelled out using the 
adjustments of the picoammeterj but the residual fluctuations, 
being AC in nature, cannot be removed. These random fluctua- 
tions are usually less than 100 pa peaks when no radiation is 
allowed to fall on the photocathode. The maximum detected 
radiation produces a photocurrent of less than 1 na at Lyman a 
The barium sulfate standard is probably absorbing most of the 
far UV radiation; efforts are being made to locate a more 
suitable material. A gold coated flat mirror can be substi- 
tuted for the barium sulfate standard and then the far ultra- 
violet data "normalised" at some overlapping wavelength around 
0.1811 to 0.l6y to that taken using the barium sulfate standard 
The gold mirror would give primarily specular reflection of 
the far UV and little or no diffuse reflection. 

Choosing a suitable infrared detector has been a very 
frustrating and disappointing experience. The Department had 
an old thermocouple detector which was returned to the factory 
and rejuvenated. This detector has a sensitivity of approx- 
imately 25 V/W. Although this detector is suitable for 
transmission work, the low levels of reflected radiation pro- 
duce a signal which is completely lost in the inherent noise 
of this detector. A pyroelectric detector was then obtained 
to replace the thermocouple. This new detector has a tri- 
glycine sulfate (TGS) flake as the active element and has a 
measured sensitivity of 3039V/W and a N.E.P. equal to 
l.i{xlO“^*^W. The light detection system used in the infrared 
beyond 0.7y is based on the synchronous detection of the 
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chopped light beam. The radiation is chopped at 13Hz with 
the detector signal and reference fed to a lock-in amplifier 
wnich indicates the magnitude of the detector response. A 
Nernst filament is used as the infrared radiation source and 
a germainium filter passes radiation from about 1.8y to 20y. 

When the monochromator is set to pass the zero order spectrum, 
pyroelectric detector response is about lOOyV when the radia- 
tion is allowed to fall on the standard reflector. This 
signal is well above the noise level, however, v/hen the first 
order dispersed spectrum is scanned, the maximum response of 
rhe detector is only a few tenths of a microvolt, less than 
0.3 pV, peaked around 2.0y In spite of the extremely narrow 
band width the lock-in amplifier accepts, approximately .0025Hz, 
this signal is not very reproducible due to the noise. Two 
examples of data taken from the standard are shown in Figure 2. 
It IS difficult to obtain meaningful intensity ratios at such 
low signal levels. 

A lead sulfide detector has been used at room temper- 
ature to obtain data in the range from l.ly to 2.6p and a S-1 
response photomultiplier tube in the 0.7iJ to l.ly region. The 
Fb3 detector works well and has a good response, although the 
sensitivity and NEP are not known. The infrared sensitive 
photomultiplier is somewhat noisy, since it is not cooled to 
reduce the photocathode dark current. 

Two final difficulties should also be mentioned. The 
University DEC-10 computer is supposed to be a do-all machine 
for everyone, and, as such, it operates most of the time as 
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a time-shared system. Apparently some users are more equal 
than others, accounting and the library, for instance, and 
at times it has been difficult to obtain machine time to 
process the data. During certain runs it would have been 
helpful to see the results soon after the data was taken. 

The experiment could have been directed toward gathering 
more data in the most interesting regions or filling in por- 
tions \\rhere a very noisy signal made interpretation difficult. 
With machine time on a catch-as-catch-can basis, several days 
usually pass before the data is reduced, long after the experi- 
ment IS over 

The reflectance spectra of frosts and minerals is 
Strongly influenced by the crystal morphology of the sample. 
Provision was made to photograph the sample and several were 
photographed. No really satisfactory pictures were made in 
whicn more than qualitative estimates of gram size could be 
made. The mineral s'am,ples were observed under the micro- 
scope, and the average grain size was estimated using standard 
geologic techniques. The grain size estimates for the frosts 
are simple qualitative guesses. 



Reflectance Spectra of Frosts and Minerals 


The diffuse reflectance spectra of two minerals, 
oligoclase and bloedite, and water frost are presented in 
Figures ^ to 11. Figures to 7 are the raw results on an 
expanded wavelength scale and in segments just as it was 
collected. Each wavelength segment was obtained using a 
particular combination of radiation source, grating, slits, 
filter, and detector. The sample was the same for all 
spectral data collected from that material, i.e., the water 
frost spectra were all obtained from a single frost sample. 

In this manner effects of crystal morphology, thermal history, 
etc., are identical in all data for that sample of material. 

The raw results presented in Figures to 7 were 
graphically averaged to remove the noise and compressed into 
the wavelength scales presented in Figures 8 to 11. The stand- 
ard deviation of the reflected Intensity is available for the 
standard reflector and sample reflectance data. The standard 
deviation of the intensity ratio can be calculated from these 
data and representative values are included in the composite 
graphs. Generally, the observed standard deviation of the 
intensity ratios is about 0.05 except in the near infrared 
region, 0.7y to 1.2y where it is 0.10 or more. This portion 
tends to be less precise because of the noise characteristics 
of the photomultiplier tube used as an uncooled detector. 

The mineral samples were obtained from Ward's Natural 
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Science Establishment and reduced to a fine powder by hand 
grinding in alumina mortars. No iron particles or other 
contamination of the mineral samples occurred by using such 
techniques. The water for the frost sample was double dis- 
tilled from an all glass system and boiled vigorously before 
use to remove the dissolved gases. No further purification 
procedures were employed to try to remove the last traces of 
carbon dioxide, ammonia, and other gases from the water 

The mineral powders were placed in the copper holder 
and compressed tightly v/ith a small hand arbor press. Since 
the sample is orientated vertically, it must be packed 
tightly enough to remain in the holder. The barium sulfate 
powder is contained in a similar holder by compressing it in 
a similar manner. The sample thickness was about 3 after 
packing, the standard reflector thickness was also about 
Previous studies of mineral reflectance spectra showed that 
different methods of sample preparation can cause differences 
in the absolute intensity, but does not significantly alter 
the intense spectral features. As the grain size of the 
mineral powder decreases the overall reflectivity usually 
increases. The weak spectral features generally are lost in 
t.nis high reflectance, and the relative intensity of the 
stronger absorptions is much reduced. Only the most intense 
bands remain unaltered The positions of the bands remain 
unchanged in all cases, but their contrast does depend on 
the grain size to varying degrees. Water frost was formed 
until a thick layer, approximately 3 mm, as judged by direct 



viewing, resulted. No interference from the copper sample 
holder should be encountered while using samples this thick. 
Previously, the reflectance of water and carbon dioxide frost 
showed that for thin samples the substrate exerted a major 
influence on the observed spectra, but for thicknesses 
greater than about 1.5 mm the frost samples were completely 
opaque. Several attempts to photograph these mineral samples 
and frosts produced unsatisfactory results. Little detail of 
the sample was recorded on film yet the grains were distin- 
guishable with the naked eye. None of the photographs are 
included since they contain so little information. 

Briefly, the technique used to obtain these results 
was to measure the reflected intensity from a standard 
material, Eastman White Reflectance Standard, as a function 
of wavelength and then repeat the measurements taking intensity 
data from the sample. Several scans, were made alternating 
between the sample and standard; usually three to five scans 
were made on uhe sample as well as the standard. The data for 
each was then averaged, the ratio calculated, and the standard 
deviations determined and the results plotted as shown in the 
figures. In nearly all cases the wavelength segments overlap 
with the preceding and following segments, however, occasionally 
this is not the case because either the data was inadvertently 
omitted or it was of such poor quality as not to warrant 
inclusion. Near the ends of some wavelength segments, the 
filter bandpass characteristics or detector response make it 
difficult to achieve reasonably noise free signals. This is 
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most noticeable near 0.l8p, 0.8y and 1.2\x, where the effects 
of noise, drift, and other instabilities are readily apparent 
No effort was made to smooth these results, the results pre- 
sented in Figures 8 to 11 do represent the "best fit" of the 
data. The standard deviation at various wavelengths is indi- 
dated by the error bars attached to the graph. 

Oligoclase, Norway. 

This mineral sample was obtained as small lumps which 
showed very pale yellow markings on an off-white (gray) 
background. The material was easily ground to a fine white 
powder of grain size in the 5vi to 30 y size. A 3 layer 
was packed into the sample holder and the system evacuated 
to a pressure of 2x10“^ Torr. The reflectance spectra was 
determined with the sample at room temperature (295°K) and 
at 160®K. These results are shown in Figures H and 5- There 
are no strong absorption features in the room temperature 
spectrum anywhere in the range presented, from .2ii to 2.5y. 

In general, this mineral sample reflects about 80^ of the 
incident light in the visible and near-infrared region. A 
general decline in reflectivity for wavelengths beyond 1.8y 
IS observed. 

Although there are no strong absorption bands in 
the spectra of oligoclase at room temperature, there are 
features which can be identified with specific sources. The 
pale yellow streaks in the sample suggest iron as an impurity 
The broad absorptions near 0 78 and 0.93 are indicative of 
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iron, but the characteristic ferric iron band near 0.7p is 
not evident nor does the reflectance seem to decrease short- 
ward of 0.5u- Ferrous iron has a band near l.Oy to l.ly, 
usually, and there seems to be an indication of an absorption 
near l.ly but this occurs right at the end of the photo- 
multiplier's response characteristic and thus is not a very 
firm identification because of the poor S/N in this region. 
The increasing absorption beyond 1.8y with band structure at 
l.i|y, 2.2y and 2.5 p all show that water is present in or on 
the mineral sample. Since the sample was observed at room 
temperature and in an evacuated chamber, there is little 
possibility of surface water occurring on the sample, such 
as dew or an adsorbed surface layer. Adsorbed water on the 
surfaces of the mineral grains would be observed, but these 
absorption features in the room temperature spectrum are 
probably due to water in the mineral structure it_s_elf. Water 
of hydration will render the usual strong free water bands 
as will water which is trapped in interstices of the mineral 
structure. This silicate mineral probably does not contain 
water of hydration but rather inclusions bearing fluid water. 

When the mineral sample was cooled to l60°K, the 
reflection spectrum reveals several features which are more 
prominent as compared to the room temperature spectrum. The 
overall reflectance remains high, about 80^, but now the 
decreased reflectance in the blue and near ultraviolet 
region is evident. The broad, shallow absorptions at 0.76y, 
0.78y, and 0.8ly are due to ferrous iron, but still there is 



17 


no strong evidence of the l.Op ferrous band. The band at 
0 93 p inay have shifted slightly to near 0 . 89 pj but this is 
very tentative , since this is the high noise region. The 
OH stretching band at 1.38 m is the most distinguishing 
feature in the spectrum. Both free water and OH exhibit 
this band with water showing additional bands near 1.9y. 
Unfortunately the spectrum of the cooled oligoclase sample 
does not extend beyond 1.6y because detector problems were 
encountered and the experiment had to be discontinued before 
this data was taken. Since the same sample at room temper- 
ature has several bands attributed to water which appear in 
the region beyond l.Sy, the 1 S8p band is due to water. This 
water is held as fluid (solid at low temperatures) at Inclusions 
in the mineral structure. 

Bloedite, California. 

The sample of bloedite was received as ^large crystal 
which was black when viewed in reflection, but was transparent 
when viewed in transmission. The source of the color was a 
black material distributed throughout the crystal in an uneven 
manner so that clear lines of sight were possible. No direct 
attempt to identify this black material has been made, but 
the spectrum indicates the presence of ferric iron, so that 
hematite is a good candidate. When a portion of this mineral 
was reduced to a fine powder, it became pure white in external 
appearance wirh small flecks of black material. The particle 
sizes of the ground material lie in the 75 p to 5u range. 
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Only the low temperature spectrum of bloedite is 
presented. It shows a high overall reflectivity, 70-805?, 
with several distinct bands. The presence of water is demon- 
strated by the bands at 1.9y, 1.75u, and 1 . 36 y with the other 
band probably a combination of the OH stretching modes with 
lattice vibrations or a librational mode of water. The 
shallow bands at 0 , 70 y and 0.78y are due to ferric iron as 
is the gradual decrease in reflectivity in the blue and near 
ultraviolet end of the spectrum. There are other broad, 
shallow features in the visible and near ultraviolet which 
are probably due to the iron also . 

Water Frost. 

The water frost was formed by vapor deposition on 
the cooled copper substrate. The frost was fine grained but 
no quantitative size can be given. The layer was grown 
until it was several millimeters thick; it was estimated to 
be about 3 iwn by direct visual observation. The frost was 
deposited very slowly, about six hours were required, and 
the temperature of the substrate remained at 160°K ±1°K during 
the entire experiment. If the deposition rate is sufficiently 
slow, the heat of sublimation can be conducted away rapidly 
enough so that the surface temperature of the frost will not 
be far different from the substrate temperature. It is well 
known that water can crystallize in several different forms 
at low temperatures and pressures, however, by controlling 
the temperature and deposition rate closely, it is believed 
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that only one form of ice was produced, namely, hexagonal 
ice. 

The reflectance spectrum of water ice resembles that 
of the vapor and is well known in the spectral region inves- 
tigated here. The ice absorbs strongly in the ultraviolet 
shortward of 0.21y falling to near zero reflectance at 0.l8y. 
The absolute reflectance in just this region is very uncertain 
for this IS where the Sehumann-Runge bands of molecular 
oxygen appear. Although the monochromator, source, and 
detector were continually purged with dry nitrogen, these 
oxygen bands persisted in the spectra. A previously reported 
feature at 0.195vi in the reflectance spectra of hexagonal ice 
is not seen, but due to the strong oxygen band, it may be 
merely obscured. 

The reflectance of this water ice is featureless from 
about 0.21y to 0.8y with the reflectivity being in the 80^ to 
90^ range. The decline in reflectivity from 0,32y to O.361J 
IS probably not real, but rather degraded detector perfor- 
mance is probably the cause of this decline. Again, the 
region from 0.65 m to 0.77 p is extremely noisy due to the noise 
in the uncooled S-1 photomultiplier tube. A severe loss of 
data due to this problem is seen in the region from 0.8y to 
1.2y where essentially complete loss of signal occurred. 

When the lead sulfide detector was used in the 1.3 m to 1.9 p 
range, the sharp absorption peak at 1.4y is easily seen and 
the broad strong absorption centered at about 1.6y is clearly 
evident. The reflectance increases beyond 1.7 m before the 



20 


indication of absorption at 1.9u is seen. 

The spectrum of oligoclase powder in the spectral 
region from 0.3y to 2.5v taken at room temperature has been 
available for some time. The reflectance of water frost from 
0 . 17 m to 12m at a variety of temperatures and conditions, 
some known and others unspecified, has also been presented 
previously. The reflectance spectrum of bloedite is not so 
well known and the spectra of minerals at low temperatures 
as expected on satellite and asteroid surfaces have not been 
measured. In this sense the, these mineral data are new 
results . 

A tentative comparison of the effect that cooling the 
mineral has on the spectra can be made from the two spectra 
of oligoclase. This soda feldspar sample shows iron as a 
trace element and water which is probably held as inclusions. 
The room temperature spectra shows two weak bands at 1.5m 
and 0.93m with a very weak absorption at about 0.78m. The 
1.5m band probably is a water band that has been displaced 
slightly. The spectra taken of the cooled sample again 
shows two weak absorptions, but they are much sharper and 
the water band at 1.38m is unmistakable. The band at 0.93m 
is no longer evident, but the iron band at 0.78m is also 
quite sharp. The cooled sample shows a distinct decrease in 
reflectivity on going to shorter wavelengths. This trend is 
evident starting from about 0.5m until the absorption edge 
at 0.21m is encountered. Some indications of absorptions 
at 0.35m and 0.25m appear but these are not very well 
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established. In contrast the visible and near ultraviolet 
reflectance of the sample at room temperature remains near 
70% down to 0.2p with perhaps a very broad feature around 
0.25y. A simple conclusion can be drawn in that although 
no major changes in the spectra of this mineral appear when 
it is cooled to l60°Kj the spectra has a temperature depen- 
dence. The extent of this behavior remains to be explored 
and many more mineral examples should be investigated. 

There remains one nagging question concerning the 
validity of this comparison* Could the water features seen 
in the spectra of the cooled mineral be due to frost on the 
surface‘s One must reply in the affirmative that water could 
have condensed on the sample surface causing the character- 
istic features. However, there is evidence that this is not 
the cause of these features. The spectra of water frost 
shows the absorption edge at 0.2p and a sharp band at l.^y 
which are observed in the cooled oligoclase result. In 
addition to these features, water frost has a very strong, 
broad band centered near 1.5y to 1.6y and another broad 
feature centered around 1.2y to 1.3 p These two bands are 
well known in the water frost spectrum and are unmistakable. 
No sign of the absorptions are seen in the cooled sample 
spectrum nor in the spectrum taken at room temperature. The 
spectrum of cooled bloedite shows the l.^y water band but 
not the strong broad 1.2y and 1.6y bands characteristic of 
water frost. Further, the reflectance of cooled bloedite 
remains moderately high to below 0.2y with no indication of 



an absorption edge at this wavelength. Finally, since the 
samples were placed in a good vacuum in which the partial 


22 


pressure of water was probably in the 10“® Torr range, 
there simply wasn't much water in the system to condense. 

The data taking extended over several days so that even at 
very low water vapor pressures it is possible that a thin 
film of condensate could have formed. This possibility will 
be investigated thoroughly before a definite statement can 
rule out the formation of an extraneous frost deposit inter- 
fering with these measurements 



Further Improvements and Projections 

Several deficiencies in the experimental techniques 
employed in the data gathering system have been pointed out 
and the results presented have made clear several areas where 
Improvements are necessary. Shortened turn-around time in 
the data reduction and processing tasks would be helpful in 
eliminating the gaps in spectra caused by excessive noise, 
low signal ratios, etc., as encountered in the near infrared 
portion of the water frost spectrum. To this end the Depart- 
ment expects to receive a grant to purchase a minicomputer 
to be used in new course work and to be available for 
Departmental research. It may be possible to interface the 
data acquisition system directly to this computer to give 
nearly real time data analysis. In any event, this machine 
will be available to process data from this project, and 
since the operation of the machine will be the responsibility 
of this author, much better turn-around time will be exper- 
ienced. Another problem which will be resolved shortly is 
that of determining grain size of the frost in situ . Better 
photography skills are being developed which should improve 
the quality of the graphic records of the frosts. Also a 
measuring telescope with a calibrated reticle will be procured. 
This instrument will permit a better estimate of the grain 
size and can, perhaps, be adapted to provide telescopic 
photography of the sample. 

The difficulty with light intensities which are 
reliably detected is being worked on from both the radiation 
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source and detector ends of the optical train. In the far 
ultraviolet region, the sodium salicylate covered window is 
to be replaced with a solar blind photomultiplier tube which 
will mate directly to an experiment chamber port. This 
detector tube has a magnesium fluoride window and a cesium 
iodide photocathode, thus, it is sensitive to radiation in 
the O.llp to 0.20y range. The dark current is rated at less 
than 10 pa at a gain of 10^ . The increased sensitivity in 
this region provided by the tube may negate the necessity of 
locating an alternative diffuse reflectance standard. To 
further increase the ability to make reliable measurements 
in this short wavelength region, a condensed spark discharge 
power supply is being designed to function at a total output 
power of about IkW. This source is the well-known thyratron 
trigger circuit . This power supply should increase the 
available radiation and make a better signal to noise ratio 
possible. 

At the other end of the spectrum, a dry-ice cooled 
chamber for the infrared sensitive photomultiplier tube 
should eliminate most of the noise encountered in the near 
infrared region. For radiation beyond 2.5 a» a much more 
sensitive detector is required than the pyroelectric detector 
now being used. One of the most sensitive Infrared detectors 
made is the cooled germanium bolometer. When cooled to 
liquid helium temperatures or lower, these elements exhibit 
detectivities on the order of 10”^ *^watt/»'Hz . One of these 
detectors has been ordered together with the appropriate 
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cryostat, window and other accessories. This detector 
should alleviate the problems due to the lack of sufficient 
sensitivity to make trustworthy measurements beyond 2.5y. 

Another step to improve the optical performance of 
the instrument may be necessary, namely, complete removal of 
the atmosphere from the system. At present, the experiment 
chamber and detector are evacuated when the measurements are 
made while the monochromator is purged with dry nitrogen. 
There is no provision for placing the radiation source in an 
atmosphere free condition. Thus, there are a few decimeters 
of optical path in ordinary atmosphere which provide all of 
the usual water vapor, carbon dioxide, etc., absorptions. 
These bands do not interfere strongly in the near infrared 
because of the short path length, but provision for operating 
the source in an atmosphere free of these absorbers will be 
necessary if reliable data is to be obtained at longer wave- 
lengths . Several ideas for running the sources in such a 
condition are under consideration. One option for future 
consideration is to eliminate any atmosphere completely, 
i.e., turn to a vacuum Infrared system. 
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FIGURE CAPTIONS 


Figure 

1. 

Figure 

2. 

Figure 

3. 

Figure 

4 a-g. 

Figure 

5 a-g. 

Figure 

6 a-f. 

Figure 

7 a-f. 

Figure 

8 a,b. 

Figure 

9 a,b. 

Figure 

10a, b. 

Figure 

11a, b. 


Typical mass spectrum of residual gas in the 
experiment chamber at a total pressure of 
8x10“® Torr. 

The far ultraviolet emission spectrum of Hg 
after reflection by the diffuse reflectance 
standard. 

The signal from the pyroelectric IR detector 
operating in the near IR. The signal is 
derived from the reflected radiation from a 
Nernst filament off the standard reflector. 

The reflectivity of Ollgoclase powder (50ji to 
5 m sizes) at 290®K. 

The reflectivity of Ollgoclase powder (50m to 
5m sizes) at l60°K. 

The reflectivity of BLoedite powder (75m to 5m) 
at 160°K. 

The reflectivity of Water frost at 160°K. 
Reflectivity of Ollgoclase powder at 290°K. 
Reflectivity of Ollgoclase powder at 160®K. 
Reflectivity of Bloedite powder at l60°K. 
Reflectivity of Water frost at l60°K. 
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